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SAMPLE MANAGEMENT SYSTEM
Radiochemistry Data Validation Worksheet

RIN: 12104911

Lab Code: PAR

Date Due: 11/23/2012

Page 2 of 2

Matrix:  Water Site Code: RVTO1 Date Completed: 11/26/2012
Sample Analyte Date Result |Flag|Tracer| LCS | MS Duplicatﬁ
Analyzed %R | %R | %R
0830 Radium-228 11/12/2012 97.1
0830 Radium-228 11/12/2012 92.4
0834 Radium-228 11/12/2012 95.9
0837 Radium-228 11/12/2012 95.8
2415 Radium-228 11/12/2012 95.2
Blank_Spike  |Radium-228 11/12/2012 97.3 [105.0Q
Blank_Spike_DyRadium-228 11/12/2012 97.1 [112.00 0.40
Blank Radium-228 11/12/2012 | 0.0730 | U | 94.9

U.S. Department of Energy

February 2013

DVP—October 2012, Riverton, Wyoming

RIN 12104911
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Sampling Quality Control Assessment
The following information summarizes and assesses quality control for this sampling event.

Sampling Protocol

Samples were collected by filling bottles from a flowing domestic tap or hydrant.

Field Duplicate Assessment

Field duplicate samples are collected and analyzed as an indication of overall precision of the
measurement process. The precision observed includes both field and laboratory precision and
has more variability than laboratory duplicates, which measure only laboratory performance. A
duplicate sample was collected from location 0820. The relative percent difference values for the
non-radiochemical sample replicates and matrix spike replicates were less than 20 percent for
results that are greater than 5 times the PQL, indicating acceptable precision. The field duplicate
radiochemical relative error ratio (calculated using the one-sigma total propagated uncertainty)
for radium-228 was greater than three, indicating reduced precision. The associated sample and
duplicate radium-228 results are qualified with a “J” flag as estimated values.

DVP—October 2012, Riverton, Wyoming U.S. Department of Energy
RIN 12104911 February 2013
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SAMPLE MANAGEMENT SYSTEM

Validation Report: Field Duplicates

Page 1 of 1

RIN: 12104911 Lab Code: PAR Project: Riverton Validation Date: 12/18/2012
Duplicate: 2415 Sample: 0820
Sample Duplicate
Analyte ( Result Flag Error Dilution Result Flag Error Dilution RPD RER Units
Radium-226 1.09 0.417 1 14 0.508 1 0.9 pCi/L
Radium-228 1.43 0.437 1 0.541 0.246 1 3.5 pCilL
Uranium 0.11 10 0.09 B 10 NA UG/L

U.S. Department of Energy
February 2013

DVP—October 2012, Riverton, Wyoming
RIN 12104911

Page 19







Attachment 1
Assessment of Anomalous Data
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Potential Outliers Report
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Potential Outliers Report

Potential outliers are measurements that are extremely large or small relative to the rest of the
data and, therefore, are suspected of misrepresenting the population from which they were
collected. Potential outliers may result from transcription errors, data-coding errors, or
measurement system problems. However, outliers may also represent true extreme values of a
distribution and indicate more variability in the population than was expected.

Statistical outlier tests give probabilistic evidence that an extreme value does not "fit" with the
distribution of the remainder of the data and is therefore a statistical outlier. These tests should
only be used to identify data points that require further investigation. The tests alone cannot
determine whether a statistical outlier should be discarded or corrected within a data set.

There are three steps involved in identifying extreme values or outliers:

1. Identify extreme values that may be potential outliers by generating the Outliers
Report using the Sample Management System from data in the environmental
database. The application compares the new data set (in standard environmental
database units) with historical data and lists the new data that fall outside the
historical data range. A determination is also made if the data are normally distributed
using the Shapiro-Wilk Test.

2. Apply the appropriate statistical test. Dixon's Extreme Value test is used to test for
statistical outliers when the sample size is less than or equal to 25. This test considers
both extreme values that are much smaller than the rest of the data (case 1) and extreme
values that are much larger than the rest of the data (case 2). This test is valid only if the
data without the suspected outlier are normally distributed. Rosner's Test is a parametric
test that is used to detect outliers for sample sizes of 25 or more. This test also assumes
that the data without the suspected outliers are normally distributed.

3. Scientifically review statistical outliers and decide on their disposition.

There were no potential outliers identified, and the data for this event are acceptable as qualified.
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Data Validation Outliers Report - No Field Parameters
Comparison: All Historical Data

Laboratory: ALS Laboratory Group

RIN: 12104911

Report Date: 01/29/2013

Current Historical Maximum Historical Minimum Number of Statistical
Qualifiers Qualifiers Qualifiers Data Points Outlier

f;iéie '&Z‘;aeﬁon IS;mp'e gz;‘;p'e Analyte Result Lab Data Result Lab Data Result Lab Data N ge?:(';’w

RVTO1 0815 NOO1 10/24/2012  Radium-228 0.535 J 0.889 J 0.682 u 5 3 No

RVTO1 0816 NOO1 10/24/2012  Radium-226 0.433 J 0.718 u 0.461 J 5 4 No

RVTO1 0818 NO0O1 10/23/2012  Radium-228 0.582 J 2.31 0.63 u 12 4 No

RVTO1 0820 NO002 10/23/2012  Radium-228 0.541 J 7.93 0.594 u 10 3 No

RVTO1 0829 NO002 10/23/2012  Radium-228 0.47 J 0.907 J 0.587 u 8 5 No

RVTO1 0834 NO0O1 10/23/2012  Radium-226 1.18 0.562 J 0.252 u 5 4 No
STATISTICAL TESTS:

The distribution of the data is tested for normality or lognormality using the Shapiro-Wilk Test
Outliers are identified using Dixon's Test when there are 25 or fewer data points.

Outliers are identified using Rosner's Test when there are 26 or more data points.

See Data Quality Assessment: Statistical Methods for Practitioners, EPA QC/G-9S, February 2006.
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Attachment 2
Data Presentation
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Alternate Water Supply System
Quality Data
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site

REPORT DATE: 01/29/2013

Location: 0813 DOMESTIC SUPPLY

. Sample Qualifiers Detection .
Parameter Units Date D Result Lab Data QA Limit Uncertainty
Chlorine, Total Residual mg/L 10/24/2012 NOO1 0.48 #
Dissolved Oxygen mg/L 10/24/2012 N0O01 5.25 #
Oxidation Reduction mv  10/24/2012 NO0O1 143 #
Potential
pH s.u. 10/24/2012 N0O01 7.32 #
Radium-226 pCi/L 10/24/2012 NOO1 0.456 J # 0.18 0.231
Radium-228 pCi/L 10/24/2012 N0O01 0.32 U # 0.32 0.208
Specific Conductance “7:;:’3 10/24/2012 N0O1 684 #
Temperature (o} 10/24/2012 NOO1 15.01 #
Turbidity NTU 10/24/2012 N0O01 0.87 #
Uranium mg/L 10/24/2012 NO0O01 0.0001 # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site

REPORT DATE: 01/29/2013

Location: 0815 DOMESTIC SUPPLY

. Sample Qualifiers Detection .
Parameter Units Date D Result Lab Data QA Limit Uncertainty
Chlorine, Total Residual mg/L 10/24/2012 NO0O1 0.43 #
Dissolved Oxygen mg/L 10/24/2012 NOO1 5.83 #
Oxidation Reduction mv  10/24/2012 NOO1 348.4 #
Potential
pH s.u 10/24/2012 N0O01 8.53 #
Radium-226 pCi/L 10/24/2012 N0O01 0.385 J # 0.2 0.223
Radium-228 pCi/L 10/24/2012 N0O01 0.535 J # 0.33 0.252
Specific Conductance ”7;::’3 10/24/2012 N0O1 638 #
Temperature (o} 10/24/2012 NO01 13.8 #
Turbidity NTU 10/24/2012 NOO1 0.27 #
Uranium mg/L 10/24/2012 N0O01 0.00009 B # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site

REPORT DATE: 01/29/2013

Location: 0816 DOMESTIC SUPPLY

. Sample Qualifiers Detection .
Parameter Units Date D Result Lab Data QA Limit Uncertainty
Chlorine, Total Residual mg/L 10/24/2012 NO0O1 0.42 #
Dissolved Oxygen mg/L 10/24/2012 NOO1 3.33 #
Oxidation Reduction mV  10/24/2012 NOO1 351.4 #
Potential
pH s.u 10/24/2012 N0O01 8.7 #
Radium-226 pCi/L 10/24/2012 N0O01 0.433 J # 0.2 0.237
Radium-228 pCi/L 10/24/2012 N0O01 0.338 U # 0.34 0.226
Specific Conductance ”7;::’3 10/24/2012 N0O1 651 #
Temperature (o} 10/24/2012 NO01 16.23 #
Turbidity NTU 10/24/2012 NOO1 0.28 #
Uranium mg/L 10/24/2012 N0O01 0.00008 B # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site
REPORT DATE: 01/29/2013

Location: 0818 DOMESTIC SUPPLY

Parameter Units DateSampIe D Result Lab ng:fti:rs QA De:?;tiiton Uncertainty

Chlorine, Total Residual mg/L 10/23/2012 NO0O1 0.03 #

Chlorine, Total Residual mg/L 10/23/2012 N002 0.51 #

Dissolved Oxygen mgll  10/23/2012 NOO1 5.37 #

Dissolved Oxygen mgll  10/23/2012 NOO2 577 #

S:t':iﬂzr Reduction mvV  10/23/2012 NOO1 354 #

Sg{g:ﬂzr Reduction mv  10/23/2012 N002 319 #

pH su. 10/23/2012 NOO1 8.68 #

pH s.u 10/23/2012 N002 8.63 #

Radium-226 pCilL  10/23/2012 NOO1 0.961 # 0.18 0.379
Radium-226 pCilL  10/23/2012 NOO2 0.593 J # 0.21 0.285
Radium-228 pCilL  10/23/2012 NOO1 0.582 J # 0.31 0.249
Radium-228 pCilL  10/23/2012 NOO2 0.771 J # 0.34 0.295
Specific Conductance “'/T;'::S 10/23/2012 NOO1 629 #

Specific Conductance “7:::3 10/23/2012 N002 650 #

Temperature c 10/23/2012 NOO1 14.25 #

Temperature C 10/23/2012 NO002 13.16 #

Turbidity NTU  10/23/2012 NOO1 1.49 #

Turbidity NTU  10/23/2012 N0O2 0.75 #

Uranium mgll  10/23/2012 NOO1 0.00011 # 0.000029

Uranium mgll  10/23/2012 N002 0.00009 B # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site
REPORT DATE: 01/29/2013
Location: 0819 DOMESTIC SUPPLY

Parameter Units DateSampIe D Result Lab ng:fti:rs QA De:?;tiiton Uncertainty

Chlorine, Total Residual mg/L 10/23/2012 NO0O1 0.34 #

Chlorine, Total Residual mg/L 10/23/2012 N002 0.53 #

Dissolved Oxygen mgll  10/23/2012 NOO1 6.54 #

Dissolved Oxygen mgll  10/23/2012 NOO2 5.86 #

S:t':iﬂzr Reduction mv  10/23/2012 NOO1 353.6 #

Sg{g:ﬂzr Reduction mv  10/23/2012 N002 379.4 #

pH su. 10/23/2012 NOO1 8.5 #

pH su. 10/23/2012 N002 8.65 #

Radium-226 pCilL  10/23/2012 NOO1 1.03 # 0.2 0.404
Radium-226 pCilL  10/23/2012 N0O2 1.58 # 0.2 0.55
Radium-228 pCilL  10/23/2012 NOO1 0.913 J # 0.34 0.321
Radium-228 pCilL  10/23/2012 NOO2 0.693 J # 0.32 0.27
Specific Conductance “'/T;'::S 10/23/2012 NOO1 643 #

Specific Conductance “7:::3 10/23/2012 N002 647 #

Temperature c 10/23/2012 NOO1 13.57 #

Temperature C 10/23/2012 NO002 14.37 #

Turbidity NTU  10/23/2012 NOO1 0.97 #

Turbidity NTU  10/23/2012 N0O2 1.16 #

Uranium mgll  10/23/2012 NOO1 0.00009 B # 0.000029

Uranium mgll  10/23/2012 N002 0.00009 B # 0.000029

Page 35



General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site
REPORT DATE: 01/29/2013
Location: 0820 DOMESTIC SUPPLY

Parameter Units DateSampIe D Result Lab ng:fti:rs QA De:?;tiiton Uncertainty

Chlorine, Total Residual mg/L 10/23/2012 NO0O1 0.66 #

Dissolved Oxygen mg/L 10/23/2012 NOO1 6.06 #

g;‘t':i:'lgr Reduction mv  10/23/2012 N0O1 461.3 #

pH S.U. 10/23/2012 NOO1 8.61 #

Radium-226 pCi/L 10/23/2012 NOO1 1.09 # 0.2 0.417
Radium-226 pCi/L 10/23/2012 NO002 1.4 # 0.21 0.508
Radium-228 pCi/L 10/23/2012 NOO1 1.43 J # 0.39 0.437
Radium-228 pCi/L 10/23/2012 NO002 0.541 J # 0.31 0.246
Specific Conductance ”7;‘7?3 10/23/2012 N0O1 644 #

Temperature (o} 10/23/2012 NOO1 12.94 #

Turbidity NTU 10/23/2012 NOO1 1.8 #

Uranium mg/L 10/23/2012 NOO1 0.00011 # 0.000029

Uranium mg/L 10/23/2012 NO002 0.00009 B # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site
REPORT DATE: 01/29/2013
Location: 0821 DOMESTIC SUPPLY

Parameter Units DateSampIe D Result Lab ng:fti:rs QA De:?;tiiton Uncertainty

Chlorine, Total Residual mg/L 10/23/2012 NO0O1 0.29 #

Chlorine, Total Residual mg/L 10/23/2012 N002 0.38 #

Dissolved Oxygen mgll  10/23/2012 NOO1 6 #

Dissolved Oxygen mgll  10/23/2012 NOO2 6.54 #

S:t':iﬂzr Reduction mv  10/23/2012 NOO1 4488 #

Sg{g:ﬂzr Reduction mv  10/23/2012 N002 453 #

pH su. 10/23/2012 NOO1 8.35 #

pH su. 10/23/2012 N002 8.51 #

Radium-226 pCilL  10/23/2012 NOO1 0.726 # 0.2 0.323
Radium-226 pCilL  10/23/2012 N002 0.91 # 0.2 0.372
Radium-228 pCilL  10/23/2012 NOO1 0.931 J # 0.38 0.339
Radium-228 pCilL  10/23/2012 NOO2 1.33 # 0.38 0.413
Specific Conductance “'/T;'::S 10/23/2012 NOO1 651 #

Specific Conductance “7:::3 10/23/2012 N002 667 #

Temperature c 10/23/2012 NOO1 13.71 #

Temperature C 10/23/2012 NO002 13.52 #

Turbidity NTU  10/23/2012 NOO1 1.43 #

Turbidity NTU  10/23/2012 N0O2 1.32 #

Uranium mgll  10/23/2012 NOO1 0.00008 B # 0.000029

Uranium mgll  10/23/2012 N0O2 0.0001 # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site
REPORT DATE: 01/29/2013
Location: 0829 DOMESTIC SUPPLY

Parameter Units DateSampIe D Result Lab ng:fti:rs QA De:?;tiiton Uncertainty

Chlorine, Total Residual mg/L 10/23/2012 NO0O1 0.21 #

Chlorine, Total Residual mg/L 10/23/2012 N002 0.29 #

Dissolved Oxygen mgll  10/23/2012 NOO1 5.44 #

Dissolved Oxygen mgll  10/23/2012 NOO2 4.39 #

S:t':iﬂzr Reduction mv  10/23/2012 NOO1 126.6 #

Sg{g:ﬂzr Reduction mv  10/23/2012 N002 225.1 #

pH su. 10/23/2012 NOO1 8.05 #

pH su. 10/23/2012 N002 8.51 #

Radium-226 pCilL  10/23/2012 NOO1 0.693 # 0.18 0.305
Radium-226 pCilL  10/23/2012 N0O2 0.469 J # 0.22 0.257
Radium-228 pCilL  10/23/2012 NOO1 0.765 J # 0.33 0.289
Radium-228 pCilL  10/23/2012 NOO2 0.47 J # 0.38 0.265
Specific Conductance “'/T;'::S 10/23/2012 NOO1 663 #

Specific Conductance “7:::3 10/23/2012 N002 655 #

Temperature c 10/23/2012 NOO1 16.41 #

Temperature C 10/23/2012 NO002 14.13 #

Turbidity NTU  10/23/2012 NOO1 0.48 #

Turbidity NTU  10/23/2012 N0O2 0.34 #

Uranium mgll  10/23/2012 NOO1 0.00009 B # 0.000029

Uranium mgll  10/23/2012 N0O2 0.0001 # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site
REPORT DATE: 01/29/2013
Location: 0830 DOMESTIC SUPPLY

Parameter Units DateSampIe D Result Lab ng:fti:rs QA De:?;tiiton Uncertainty

Chlorine, Total Residual mg/L 10/23/2012 NO0O1 0.38 #

Chlorine, Total Residual mg/L 10/23/2012 N002 0.31 #

Dissolved Oxygen mgll  10/23/2012 NOO1 7.07 #

Dissolved Oxygen mgll  10/23/2012 NOO2 5.08 #

S:t':iﬂzr Reduction mv  10/23/2012 NOO1 181.2 #

Sg{g:ﬂzr Reduction mv  10/23/2012 N002 332.1 #

pH su. 10/23/2012 NOO1 8.48 #

pH su. 10/23/2012 N002 8.56 #

Radium-226 pCilL  10/23/2012 NOO1 0.569 J # 0.2 0.275
Radium-226 pCilL  10/23/2012 N0O2 0.545 J # 0.19 0.267
Radium-228 pCilL  10/23/2012 NOO1 0.871 J # 0.39 0.336
Radium-228 pCilL  10/23/2012 NOO2 0.855 J # 0.35 0.314
Specific Conductance “'/T;'::S 10/23/2012 NOO1 650 #

Specific Conductance “7:::3 10/23/2012 N002 652 #

Temperature c 10/23/2012 NOO1 13.05 #

Temperature C 10/23/2012 NO002 13.75 #

Turbidity NTU  10/23/2012 NOO1 0.31 #

Turbidity NTU  10/23/2012 N0O2 0.86 #

Uranium mgll  10/23/2012 NOO1 0.00008 B # 0.000029

Uranium mgll  10/23/2012 N002 0.00008 B # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site
REPORT DATE: 01/29/2013
Location: 0834 DOMESTIC SUPPLY

. Sample Qualifiers Detection .
Parameter Units Date D Result Lab Data QA Limit Uncertainty
Chlorine, Total Residual mg/L 10/23/2012 NO0O1 0.53 #
Dissolved Oxygen mg/L 10/23/2012 NOO1 8.04 #
Oxidation Reduction mv  10/23/2012 NOO1 488.8 #
Potential
pH s.u. 10/23/2012 N0O01 8.68 #
Radium-226 pCi/L 10/23/2012 N0O01 1.18 # 0.19 0.433
Radium-228 pCi/L 10/23/2012 N0O01 0.812 J # 0.37 0.315
Specific Conductance ”7;::’3 10/23/2012 N0O1 642 #
Temperature (o} 10/23/2012 NO01 13.56 #
Turbidity NTU 10/23/2012 N0O01 1.36 #
Uranium mg/L 10/23/2012 N0O01 0.00008 B # 0.000029
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General Water Quality Data by Location (USEE105) FOR SITE RVTO01, Riverton Processing Site
REPORT DATE: 01/29/2013
Location: 0837 DOMESTIC SUPPLY Domestic System, Tap Location

. Sample Qualifiers Detection .
Parameter Units Date D Result Lab Data QA Limit Uncertainty
Chlorine, Total Residual mg/L 10/24/2012 NOO1 0.51 #
Dissolved Oxygen mg/L 10/24/2012 NOO1 6.96 #
Oxidation Reduction mv  10/24/2012 NOO1 355.1 #
Potential
pH s.u. 10/24/2012 N0O01 8.22 #
Radium-226 pCi/L 10/24/2012 N0O01 1.37 # 0.21 0.498
Radium-228 pCi/L 10/24/2012 N0O01 0.754 J # 0.37 0.303
Specific Conductance ”7;::’3 10/24/2012 N0O1 646 #
Temperature C 10/24/2012 NOO1 11.23 #
Turbidity NTU 10/24/2012 NOO1 0.62 #
Uranium mg/L 10/24/2012 N0O01 0.00009 B # 0.000029

SAMPLE ID CODES: 000X = Filtered sample (0.45 ym). NOOX = Unfiltered sample. X = replicate number.

LAB QUALIFIERS:
* Replicate analysis not within control limits.
Result above upper detection limit.
TIC is a suspected aldol-condensation product.
Inorganic: Result is between the IDL and CRDL. Organic: Analyte also found in method blank.
Pesticide result confirmed by GC-MS.
Analyte determined in diluted sample.
Inorganic: Estimate value because of interference, see case narrative. Organic: Analyte exceeded calibration range of the GC-MS.
Holding time expired, value suspect.
Increased detection limit due to required dilution.
Estimated
Inorganic or radiochemical: Spike sample recovery not within control limits. Organic: Tentatively identified compound (TIC).
> 25% difference in detected pesticide or Aroclor concentrations between 2 columns.
Analytical result below detection limit.
Post-digestion spike outside control limits while sample absorbance < 50% of analytical spike absorbance.
Laboratory defined qualifier, see case narrative.

SCUZ«TIMUOW>»V

X
R
N

Page 41



DATA QUALIFIERS:

F Low flow sampling method used. G Possible grout contamination, pH > 9. J Estimated value.
L Less than 3 bore volumes purged prior to sampling. Q Qualitative result due to sampling technique. R Unusable result.
U Parameter analyzed for but was not detected. X Location is undefined.

QA QUALIFIER:

# Validated according to quality assurance guidelines.
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Attachment 3
Trip Report
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Sro [ler

Grand Junction Office

Memorandum

Control Number N/A

DATE: October 30, 2012

TO: Distribution

FROM: Sam Campbell

SUBJECT: AWSS Flushing Trip Report

Site: Riverton, Wyoming, Processing Site
Dates of Sampling Event: October 23 and October 24, 2012
Team Members: David Atkinson and Sam Campbell.

Number of Locations Sampled: Sampling was conducted in support of semiannual flushing of
the alternate water supply system (AWSS) in accordance with the Alternate Water Supply System
Flushing Plan Riverton, Wyoming. Four domestic tap locations and seven hydrant locations on
the AWSS were sampled. Two samples were collected at five hydrant locations — one sample

5 minutes into the flush and one sample at the end of the flush as specified in the plan. Only end
of flush samples were collected at hydrant locations 0820 and 0834 because of the short

flushing time.

Locations Not Sampled/Reason: Domestic tap location 0814 was not sampled because the
home was vacant.

Location Specific Information: The hydrant at the 789 truck stop/casino was flushed during
this event. This location should be included in the flushing program because it is a component of
the AWSS. A sample was not collected at this location because of limited bottles; however, the
Wind River Environmental Quality Commission collected samples at this location. The line
feeding this portion of the system is 8-inch diameter pipe.

Field Variance: None.

Quality Control Sample Cross Reference: One field duplicate was collected from hydrant
location 0820; the false ID assigned to the field duplicate was 2415.

Requisition Numbers Assigned: All samples were assigned to requisition index number (RIN)
12104911, and were shipped to the ALS Laboratory Group on October 25, 2012.

Water Level Measurements: None.

Well Inspection Summary: NA
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Equipment: All field instrumentation functioned properly with no issues.

Stakeholder/Regulatory: Personnel from the Great Plains Utility Organization (Mike Quiver
and Jerome Whiteplume) conducted the flushing activities. Split samples were collected at
selected locations by WREQC personnel (Travis Shakespeare). Other visitors present during a
portion of the flushing activities included personnel from the Tribal Engineer’s Office (Travis
Brockie and John Arneach), WREQC (Dean Goggles, Steve Babits, and Ryan Ortiz), and the
Great Plains Utility Organization (Pat Moss).

Institutional Controls: NA

Access Issues: Access to hydrant locations and contacts with homeowners were made by the
Great Plains Utility Organization.

Flushing Data:
ID Flush Time | Total Volume | Flow Rate
(minutes) (gal) (gal/min)
0818 42 20,800 495
0819 77 43,200 561
0820 6.5 3,200 492
0821 33.6 14,000 417
0829 41.5 20,400 492
0830 70 39,600 566
0834 213 1,000 469

Corrective Action Required/Taken: Flushing and sampling of the hydrant at the 789 truck
stop/casino needs to be added to the flushing plan. Also, a note needs to be added to the flushing
plan that only one sample should be collected from hydrant 0820 because of the short flush time.

(SEC/LB)

cc: (electronic)
April Gil, DOE
Bill Dam, USGS

Sam Campbell, Stoller
Clay Carpenter, Stoller
Steve Donivan, Stoller
Ken Karp, Stoller
Judy Miller, Stoller
EDD Delivery
rc-grand.juction

RVT 410.02(A)
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